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Abstract
An artiﬁcial liver support system for plasma exchange and plasma perfusion through BR-
601 resin using a membrane separator was applied to 5 patients with postoperative liver failure.
Percent absorption of total and direct bilirubin, and of bile acids were 77.1 +/- 6.4, 78.4 +/- 6.1, and
93.4 +/- 3.6%, respectively, when 250 ml of plasma was treated. Percent reductions in total and
direct bilirubin, and in bile acids were 24.5 +/- 5.8, 25.5 +/- 5.8 and 30.9 +/- 8.5%, respectively. In
contrast, percent reductions in total and direct bilirubin, and in bile acids by plasma exchange were
30.9 +/- 13.3, 34.5 +/- 12.5 and 24.2 +/- 8.5%, respectively. The coma grade was improved in 4 out
of 5 cases, but unfortunately the patients did not recover. In conclusion, plasma perfusion through
BR-601 resin is expected to play a promising role in artiﬁcial liver support systems because of its
capacity to absorb bilirubin and bile acids.
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